ANMAR ANMAR Polska Sp. z 0.0 FLUKE.

(P]OJL[S[K[A] Kolinskiego 13

Nr Swiadectwa to6dz 91-849 Certificate of
50052647 tel:(42)6597099 Calibration
Anmar - Recived: In Tolerance Calibration Date: 13-sty-17
ANMAR Polska Sp. z o0.0. Returned: In Tolerance Interval: 12 Months
ul. Kolinskiego 13 Temp.: 22C %R.H. 40% Next Cal. Date: 13-sty-19
todz PL 91-849 Procedure: Met/Cal Tech No: 11
Contact: Andrew A. Kubiak Work Order: 176818 Phone: 42-659-7099
PO: 13012017 Fax: 42-617-0909
Unit Under Test
Asset ID: 100000776 Manufacturer: Fluke Corporation Model 8842A
Property ID: 776 Description:  Digital Multimeter Serial No. 4742278
Zatgczniki: || vendor Document. Data Sheet [ | Repair Document | | Work Order

Specification: Fabryczna
Comments:

"ANMAR Polska" certifies that this instrument has been calibrated as stated and that all standards used are traceable to the Gtéwny Urzad Miar or
other nationally recognized measurement systems, or have been derived from accepted values of natural physical constants or ratio type of self-
calibration techniques. Calibrations are performed in accordance with I1SO 9002:1994, ISO 17025, ANSI/NCSL Z540-1, and other national systems
guidelines. The collective uncertainty of the measurement standards used shall not exceed 25% of the acceptable tolerance (e.g., manufacturer's
specification) for each characteristic of the measuring and test equipment being calibrated or verified, where possible.

Standardy:
Standard Producent Model Nr Seryjny Data Kalibracji Ponowna Kalib.

100000090 Fluke Corporation 5520A-SC600 7165211 01-gru-16 01-gru-17

S =
Authorized by: B. Zacharias=-Grajlich, Kontrola Jakosci % 2 Gfb&/‘l [ Cﬂﬂ,
,@ﬂlﬁj

™
METNAV Rev: 3 12.16.2003 This report shall not be duplicated except in full or with written approval from this laboratory. Page 1 of 1

o

Approval By: 2017 -01- 2 0



